In this blender the container and cutter assembly can be removed for heat sterilization. A cotton-wool gland maintains sterility during blending. For certain types of mycological work undertaken in these laboratories it has been found convenient to use mycelial inocula prepared by breaking up mycelial mats, from surface cultures, in a blender. For such purposes a blender is needed which can be heat-sterilized before use and in which sterility can be maintained during use. For this purpose we have developed, and used for 3 years, a blender which we consider may have wider applications.
Tests of sterility during operation The sterilized blender containing 50 ml. of sterile nutrient broth was run for 30 min. During the last 5 min. the top of the container was sprayed with a 24 hr. broth culture of Serratia murcescens to ensure a heavily contaminated atmosphere. No colonies appeared on any test plate after 5 days' incubation.
On no occasion have we had evidence that living mycelium is driven out of the container during operation of the blender.
Cover. Machined from the same material as the container. The total depth is 18 in. and the outer edge is knurled. The 1 in. diameter projection is screwed internally 9 in. B.s.F.; the diametrical clearance of the hole on the shaft being & in. A 4 in. B.S.F. plug and rubber washer seal the sampling hole. A rubber washer may be inserted between the container and the cover but we have not found this necessary.
Shaft assembly. The tapered shaft is Q in. diameter at the coupling. Two cutters registering on two flats on the shaft are secured by a nut. One cutter is straight and the other bent, and the leading edges of both are sharp. The half coupling is in true alinement with the shaft and secured to it by two grub screws. All these parts are made of Staybrite.
Motor. This is a series-wound 3% h.p., 240V. a.c., S.P. motor, rated at 2000 r.p.m. This speed is for the motor fully loaded, and under the light loading in the blender it runs at approximately 6000 r.p.m.
Stand.
A brass plate supporting a 3 in. square column is screwed to a wooden base mounted on rubber feet. The motor bracket, incorporating a nut, is a good sliding fit on the column. The knurled handle with screw is attached to the top of the column but is free to rotate.
This blender can easily be made in a laboratory machine shop and the authors will be pleased to supply full constructional details to those interested.
We thank Miss Anne Levy for her most useful criticisms and for the sterility tests described.
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